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Abstract 

Sensitive  and  specific  electrochemiluminescence  (ECF)  assays  were  used  to  detect  Clostridium  botulinum  neurotoxins  serotypes  A, 
B,  E,  and  F  in  undiluted  human  serum,  undiluted  human  urine,  assay  buffer,  and  selected  food  matrices  (whole  milk,  apple  juice, 
ground  beef,  pastry,  and  raw  eggs).  These  novel  assays  used  paramagnetic  bead-based  electrochemiluminescent  technology  in  which 
biotinylated  serotype-specific  antibodies  were  bound  to  streptavidin-coated  paramagnetic  beads.  The  beads  acted  as  the  solid  support 
and  captured  analyte  from  solution.  Electrochemiluminescent  detection  relied  on  the  use  of  ruthenium  chelate-labeled  anti-serotype 
antibodies  and  analysis  with  a  BioVeris  M-Series  MIR  analyzer.  The  sensitivities  of  the  assays  in  clinically  relevant  matrices  were 
50  pg/ml  for  serotypes  A  and  E,  lOOpg/ml  for  serotype  B,  and  400  pg/ml  for  serotype  F.  The  detection  limits  in  selected  food 
matrices  ranged  from  50  pg/ml  for  serotype  A  to  50  to  100  pg/ml  for  serotypes  B,  E,  and  F.  The  antibodies  used  for  capture 
and  detection  exhibited  no  cross-reactivity  when  tested  with  the  other  serotypes.  When  purified  native  toxin  was  compared  with 
toxins  complexed  to  neurotoxin-associated  proteins,  no  significant  differences  in  assay  response  were  noted  for  serotypes  A,  B, 
and  F.  Interestingly,  the  native  form  of  serotype  E  exhibited  reduced  signal  and  limit  of  detection  compared  with  the  complexed 
form  of  the  protein.  We  suspect  that  this  difference  may  be  due  to  trypsin  activation  of  this  particular  serotype.  The  assays 
described  in  this  article  demonstrate  limits  of  detection  similar  in  range  to  the  gold  standard  mouse  bioassay,  but  with  greatly 
reduced  time  to  data.  These  rapid  sensitive  assays  may  have  potential  use  in  clinical  settings,  research  studies,  and  screening  of  food 
products  for  botulinum  toxins. 
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Of  the  seven  Clostridium  botulinum  neurotoxin  (BoNT)* 1 
serotypes,  only  A,  B,  E,  and  F  are  associated  with  human 
intoxications  [1].  These  toxins  selectively  target  cholinergic 
nerve  endings,  where  they  act  as  zinc- dependent  endopro- 
teases,  cleaving  proteins  involved  in  the  release  of 
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acetylcholine  and,  in  severe  cases,  resulting  in  paralysis  or 
death  [2].  BoNTs  have  high  substrate  specificity  with 
respect  to  amino  acid  length  and  composition  [3].  Their 
enzymatic  activities  and  substrate  specificities  have  been 
the  focus  of  intense  research  designed  to  discover  inhibitors 
capable  of  reversing  the  neurotoxin-induced  morbidity. 
Even  with  progress  in  this  area,  difficulties  in  the  treatment 
and  diagnosis  of  botulism  remain.  The  exceedingly  small 
quantity  of  toxins  needed  for  intoxication  (<1  pg/kg) 
requires  rapid  and  sensitive  assay  detection  for  these  pro¬ 
teins,  often  in  complex  matrices.  The  mouse  lethality  assay 
remains  the  most  sensitive  and  most  commonly  used  test 
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for  identifying  BoNT  intoxication.  The  bioassay  is  very 
time-consuming  because  it  requires  time  for  preliminary 
screening,  followed  by  toxin  titration  and  finally  toxin 
neutralization  by  specific  antibodies  for  serotype  identifica¬ 
tion  and  confirmation.  In  addition,  increasing  concern 
about  the  use  of  laboratory  animals  underscores  the  need 
for  replacement  assays  that  are  equally  sensitive  and  reli¬ 
able.  Attempts  to  address  this  problem  have  resulted  in 
the  development  of  a  variety  of  assays  for  BoNTs.  Activity 
assays  take  advantage  of  the  endopeptidase  activity  and 
substrate  specificity  and  have  been  developed  for  serotypes 

A,  B,  and  F  [3,4].  One  problem  with  such  assays  is  the  sus¬ 
ceptibility  of  the  assay  substrates  to  nonrelated  proteases 
and  the  consequent  risk  of  false  positives.  A  variety  of  anti- 
body-based  assays  that  are  both  sensitive  and  serotype  spe¬ 
cific  have  been  proposed  [5-8].  A  drawback  with  all 
immunoassays  is  their  inability  to  distinguish  biologically 
active  toxin  or  toxin  fragments  from  biologically  inactive 
ones.  The  antibodies  used  to  capture  and  detect  the  toxins 
do  not  differentiate  between  “native”  toxin  and  denatured 
toxin  or  toxin  fragments  that  are  not  biologically  active  but 
contain  recognizable  antibody  binding  epitopes.  The  same 
statement  applies  to  polymerase  chain  reaction  (PCR)  tests 
that  can  detect  the  relevant  BoNT  gene  fragment  but  are 
unable  to  determine  the  presence  or  toxicity  of  the 
expressed  toxin. 

The  use  of  paramagnetic  bead-based  electrochemilumi- 
nescent  detection  offers  significant  advantages  over  the 
use  of  traditional  assays.  The  signal  is  generated  after  cap¬ 
ture  of  complexes  containing  paramagnetic  beads  com- 
plexed  with  capture  and  detection  antibodies  and  the 
antigen  of  interest  by  a  magnet  on  the  instrument  electrode. 
Most  potential  interfering  substances  in  the  matrix  are 
washed  away  during  an  online  bead  wash  step;  thus,  matrix 
effects  are  minimized  or  eliminated.  The  near  solution 
phase  reaction  is  rapid  and  does  not  require  prebinding 
of  the  capture  antibody  to  the  plate,  antigen  coating,  or 
any  manual  blocking  or  wash  steps.  It  is  a  one-step  assay 
involving  the  mixing  of  all  reagents  in  a  microtiter  plate, 
a  brief  incubation  step,  and  an  automated  plate  read  on 
the  bead-based  electrochemiluminescent  detector. 

In  today’s  political  environment,  biological  warfare/ 
bioterrorism  possibilities  associated  with  the  C.  botulinum 
toxins  are  of  potential  concern.  Therefore,  rapid  and  sensi¬ 
tive  detection,  confirmation  of  biological  activity,  and  an 
understanding  of  the  in  vivo  pharmacokinetics  of  these 
toxins  are  of  high  priority.  This  article  describes  the  use 
of  paramagnetic  bead-based  electrochemiluminescent  tech¬ 
nology  for  the  rapid  and  sensitive  detection  of  BoNTs  A, 

B,  E,  and  F  in  undiluted  human  serum,  undiluted  human 
urine,  assay  buffer,  and  selected  food  matrices.  These  tests 
originally  were  developed  to  monitor  the  toxins  in  food 
samples  [8].  Work  described  herein  expands  on  that  appli¬ 
cation  and  provides  evidence  suggesting  that  the  sensitivity 
of  these  assays  could  permit  studies  of  the  pharmacokinet¬ 
ics  of  biologically  active  C.  botulinum  toxins  in  animal 
models  without  the  need  for  radioactive  toxin  analogs. 


Materials  and  methods 

Toxins 

Purified  (nt.)  and  complexed  (comp.)  forms  of  BoNTs  A 
(nt.  =  1.6  x  107  mouse  units  [MU]/100  pg; 
comp.  =4.5  x  106  MU/100  pg),  B  (nt.  =  7.0  x  107  MU/ 
100  pg;  comp.  =  1.4  x  106  MU/100  pg),  E  (nt.  =  4.5  x  106 
MU/100  pg;  comp.  =  2.5  x  105  MU/100  pg),  and  F 

(nt.  =  4.4  x  105  MU/100  pg;  comp.  =  2  x  105  MU/100  pg) 
were  purchased  from  Metabiologics  (Madison,  WI, 
USA).  Stock  solutions  (10  (ig/ml)  were  kept  at  4  °C  in  ster¬ 
ile  50  mM  sodium  acetate  buffer  (pH  4.2),  2%  gelatin,  and 
3%  bovine  serum  albumin  (BSA)  as  per  the  manufacturer’s 
instructions.  Working  dilutions  in  the  various  matrices 
were  prepared  immediately  before  use.  The  biological 
activity  (mouse  bioassay)  and  purity  (gel  electrophoresis) 
of  the  native  and  complexed  neurotoxins  were  confirmed 
by  the  manufacturer  before  shipment. 

Reagents 

Assay  reagents 

Assay  buffer  consisted  of  60  mM  phosphate-buffered 
saline  (PBS,  pH  7.4)  containing  0.05%  Tween  20  and 
0.2%  BSA.  Normal  human  urine  was  purchased  from  Sig¬ 
ma  Chemical  (St  Louis,  MO,  USA)  as  a  lyophilized  powder 
and  reconstituted  in  distilled  deionized  water.  Normal 
human  serum  was  purchased  from  Cambrex  Bio  Science 
(Walkersville,  MD,  USA). 

Paramagnetic  bead-based  electrochemiluminescence 
detection  procedure 

Test  kits  for  BoNTs  A  and  B  (part  145006)  and  BoNTs 
E  and  F  (part  145010)  were  provided  by  BioVeris  Interna¬ 
tional  (Gaithersburg,  MD,  USA)  as  part  of  a  cooperative 
research  and  development  agreement  (CRD A).  The  sand¬ 
wich  immunoassay-based  test  kits  (Fig.  1)  used  a  biotinyl¬ 
ated  rabbit  anti-serotype  antibody  and  streptavidin-labeled 
paramagnetic  beads  that  serve  to  capture  toxin  on  the  bead 
surface.  The  toxins  were  detected  using  a  second  rabbit 
antibody  labeled  with  a  ruthenium  (Ru)  chelate.  When  tox¬ 
in  was  present  in  the  sample,  an  immunocomplex  in  which 
both  capture  and  detection  antibodies  were  bound  to  the 
antigen  was  formed,  resulting  in  a  Ru-labeled  paramagnet¬ 
ic  bead.  Within  the  flow  cells  of  the  M-Series  MIR  analyzer 
(BioVeris),  a  magnet  collected  the  microbeads  onto  the  sur¬ 
face  of  an  electrode  within  the  instrument.  In  the  presence 
of  toxin,  the  Ru-containing  complexes  on  the  surface  of  the 
bead  led  to  an  electrochemiluminescent  signal  that  is 
detected  and  quantitated  by  the  instrument.  Specifically, 
100  jlxI  of  each  spiked  sample  matrix  was  added  to  a  96- 
deep-well  microtiter  plate  (0.5  ml/well),  followed  by 
150  jlxI  of  assay  diluent.  Then  100  pi  each  of  capture  anti¬ 
bodies  (prebound  to  streptavidin-coated  microbeads)  and 
detection  reagent  (Ru-labeled  anti-serotype  antibodies) 
were  added  to  all  wells.  The  microplate  was  incubated  at 
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Fig.  1.  Assay  format.  The  toxin  tests  used  in  this  study  employed  a  sandwich  immunoassay  format.  An  antibody  specific  to  the  toxin  binds  the  antigen  to  a 
paramagnetic  microparticle  through  a  streptavidin/biotin  linkage.  The  toxin  is  detected  using  a  second  antibody  that  is  labeled  with  BV-TAG  label.  When 
the  toxin  is  present  in  the  sample,  both  antibody  components  of  the  assay  bind  to  the  antigen,  resulting  in  a  BV-TAG-labeled  microparticle.  A  magnet  is 
used  to  collect  the  microparticle  on  the  surface  of  an  electrode  within  the  instrument  system.  If  the  toxin  is  not  present  in  the  sample,  no  BV-TAG  label  is 
bound  to  the  microparticles  and  no  signal  is  observed. 


room  temperature  for  60  min  with  shaking  and  was  read  on 
the  M-Series  MIR  analyzer.  The  entire  assay,  from  sample 
preparation  to  final  results,  required  only  approximately 
2  h. 

Cross-reactivity  studies  with  other  serotypes 

Cross  reactivity  studies  for  serotype  A  toxin  were  per¬ 
formed  in  the  presence  of  homologous  antibodies  to  sero¬ 
types  B,  E,  and  F  following  the  paramagnetic  bead-based 
electrochemiluminescence  detection  procedure  described 
above.  The  procedure  was  repeated  for  serotype  B,  E, 
and  F  toxins  versus  the  respective  test  antibodies. 

Sample  preparation 

Serum  and  urine  were  used  undiluted  and  without  sam¬ 
ple  filtration  or  other  preparation.  The  various  foods  were 
homogenized  with  equal  volumes  of  PBS  (Sigma  Chemical) 
with  no  pH  adjustment  after  extraction.  The  homogenates 
were  then  centrifuged  at  13,000g  for  15  min  at  4  °C.  Whole 
milk,  ground  beef,  apple  juice,  pastry,  and  raw  eggs  were 
purchased  from  a  local  supermarket.  Clinical  samples 
and  food  extract  supernatants  were  processed  as  described 
above  and  spiked  with  the  various  concentrations  of 
BoNTs. 

Data  analysis 

Assays  were  evaluated  for  slope  and  coefficient  of 
regression  of  standard  curves  based  on  average  of  quadru¬ 
plicate  determinations.  Assay  sensitivity  was  defined  as  the 
minimal  concentration  of  antigen  that  provided  a  signal  of 
two  times  the  background  signal  (minus  antigen).  Each 
data  point  represented  the  average  and  standard  deviation 


of  four  replicate  wells  (data  points).  The  assays  for  each 
serotype  were  developed  and  optimized  for  incubation  time 
and  reagent  (and/or  sample)  volumes  to  achieve  the  desired 
sensitivity  in  an  incubation  time  of  1-2  h. 

Results 

Standard  curves  in  serum,  urine,  and  assay  buffer 

In  this  study,  standard  curves  for  BoNTs  A,  B,  E,  and  F 
were  constructed  from  data  derived  by  spiking  serum, 
urine,  and  buffer  (Figs.  2-5).  The  threshold  for  a  positive 
reading  was  determined  by  calculating  a  signal/background 
(S/B)  ratio.  An  S/B  ratio  of  2  (for  serotypes  A,  B,  and  E)  or 
higher  (for  serotype  F)  was  considered  to  be  positive.  Stan¬ 
dard  curves  for  serotypes  A,  B,  E,  and  F  in  undiluted 
human  serum  are  shown  in  Figs.  2 A,  3 A,  4 A,  and  5 A, 
respectively.  The  backgrounds  were  low  for  all  serotypes 
in  this  particular  matrix,  ranging  from  220  to  331  relative 
luminescence  units.  S/B  ratios  for  serotypes  A,  B,  E,  and 
F  were  2. 1,1. 5,  3.1,  and  1.1,  respectively,  at  a  toxin  concen¬ 
tration  of  50  pg/ml.  Quenching  of  the  signal  was  observed 
in  the  presence  of  serum.  This  effect  was  present  regardless 
of  the  serotype  but  did  not  interfere  with  the  limits  of  detec¬ 
tion  of  the  assays.  The  assays  effectively  measured  50  pg/ml 
(22.5  pg/well)  for  serotypes  A  and  E,  100  pg/ml  (45  pg/ 
well)  for  serotype  B,  and  400  pg/ml  (180  pg/well)  for  sero¬ 
type  F. 

Figs.  2B,  3B,  4B,  and  5B  show  standard  curves  of  data 
for  toxin  detection  in  undiluted  human  urine  for  serotypes 
A,  B,  E,  and  F,  respectively.  Unlike  serum,  no  signal  sup¬ 
pression  was  noticed  for  this  particular  matrix.  Our  assays 
again  showed  low  backgrounds  for  BoNTs  A  (344),  B 
(471),  E  (411),  and  F  (403),  with  S/B  ratios  of  4.7,  2.4, 
7.4,  and  2.3,  respectively,  indicating  a  sensitivity  of 
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A  Standard  Curve  for  BoNT  A  In  Undiluted  Human  B  Standard  Curve  For  BoNT  A  In  Undiluted  Human 

Serum  Urine 


C  Standard  Curve  For  BoNT  A  in  Assay  Buffer 


Fig.  2.  Standard  curves  for  BoNT  A  in  undiluted  human  serum  (A),  urine  (B),  and  assay  buffer  (C).  The  concentrations  described  reflect  the  actual  spiked 
values  per  milliliter  of  matrix. 


Standard  Curve  for  BoNT  B  in  Undiluted  Human 
Serum 


B  Standard  Curve  For  BoNT  B  in  Undiluted  Human 
Urine 


C  Standard  Curve  For  BoNT  B  in  Assay  Buffer 


Fig.  3.  Standard  curves  for  BoNT  B  in  undiluted  human  serum  (A),  urine  (B),  and  assay  buffer  (C).  The  concentrations  described  reflect  the  actual  spiked 
values  per  milliliter  of  matrix. 


50  pg/ml  (22.5  pg/well)  or  less  for  all  of  the  serotypes  in 
this  particular  matrix. 

The  assays  also  performed  very  well  in  assay  buffer  for 
all  of  the  serotypes  (Figs.  2C,  3C,  4C,  and  5C  for  serotypes 
A,  B,  E,  and  F,  respectively).  The  detection  limits  for  sero¬ 
types  A,  B,  and  E  were  ^50  pg/ml  (22.5  pg/well),  and  the 
detection  limit  for  serotype  F  was  approximately  400  pg/ml 
(180  pg/well). 


Standard  curves  in  food  extracts 

Standard  curves  of  spiked  BoNTs  in  selected  food 
matrices  are  shown  in  Fig.  6.  The  assay  could  detect  BoNT 
A  (Fig.  6A)  in  all  selected  matrices  with  a  detection  limit  of 
^50  pg/ml  with  S/B  ratios  of  3.6  for  milk,  4.5  for  meat,  4.4 
for  both  eggs  and  pastry,  and  2.9  for  apple  juice.  The  signal 
was  most  intense  for  apple  juice,  followed  by  pastry,  meat, 
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A 

Standard  Curve  For  BoNT  E  in  Undiluted  Human 


Serum 


B 


Standard  Curve  For  BoNT  E  in  Undiluted  Urine 


200  400  600  800 

Toxin  Concentration  (pg/ml) 
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C  Standard  Curve  For  BoNT  E  in  Assay  Buffer 


35000 

(/> 


Toxin  Concentration  (pg/ml) 

Fig.  4.  Standard  curves  for  BoNT  E  in  undiluted  human  serum  (A),  urine  (B),  and  assay  buffer  (C).  The  concentrations  described  reflect  the  actual  spiked 
values  per  milliliter  of  matrix. 


A  Standard  Curve  For  BoNT  F  in  Undiluted  Human  B  Standard  Curve  For  BoNT  F  in  Undiluted  Human  Urine 


C  Standard  Curve  for  BoNT  F  in  Assay  Buffer 


Fig.  5.  Standard  curves  for  BoNT  F  in  undiluted  human  serum  (A),  urine  (B),  and  assay  buffer  (C).  The  concentrations  described  reflect  the  actual  spiked 
values  per  milliliter  of  matrix. 


and  eggs,  with  milk  consistently  being  the  lowest  for  all 
serotypes.  Longer  incubation  times — approximately  1  \  to 
2  h — will  result  in  a  more  robust  assay  and  increased  sensi¬ 
tivity.  Because  it  was  our  goal  to  perform  all  assays  in  2  h 
or  less  from  sample  preparation  to  results,  we  settled  on  a 
1-h  incubation. 

Similar  results  were  observed  for  BoNT  B  (Fig.  6B).  The 
detection  limits  were  in  the  range  of  100  pg/ml  for  milk, 


meat,  and  eggs,  with  S/B  ratios  of  2.3,  2.1,  and  2.5,  respec¬ 
tively.  Pastry  and  apple  juice  showed  limits  of  detection  of 
approximately  200  pg/ml,  with  S/B  ratios  of  2.0  for  these 
two  matrices. 

Matrices  spiked  with  BoNT  E  (Fig.  6C)  had  detection 
limits  of  approximately  100  pg/ml,  showing  S/B  ratios 
ranging  from  2.0  to  2.6.  The  least  sensitive  assay  tested 
was  that  for  BoNT  F  (Fig.  6D).  The  lower  limit  of  detec- 
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A  Spiked  BoNT  A  in  Selected  Food  Matrices 


B  Spiked  BoNT  B  in  Selected  Food  Matrices 


Toxin  concentration  (pg/ml) 

C  Spiked  BoNT  E  in  Selected  Food  Matrices 


D  Spiked  BoNT  F  in  Selected  Food  Matrices 


Fig.  6.  Standard  curves  of  BoNTs  A  (A),  B  (B),  E  (C),  and  F  (D)  in  selected  food  matrices.  The  concentrations  described  reflect  the  actual  spiked  values 
per  milliliter  of  matrix. 


tion  for  this  particular  serotype  was  in  the  range  of  400  pg/ 
ml  for  milk,  meat,  and  eggs,  with  S/B  ratios  of  2.3.  2.2,  and 
2.4,  respectively.  Pastry  had  a  limit  of  detection  of  approx¬ 
imately  600  pg/ml,  with  an  S/B  ratio  of  2.4,  and  apple  juice 
had  a  limit  of  detection  of  approximately  800  pg/ml. 

Comparison  of  pure  BoNTs  with  complex  forms 

All  testing  described  above  was  done  with  toxin  stan¬ 
dards  composed  of  highly  purified  toxins  devoid  of  associ¬ 
ated  proteins.  Under  natural  conditions,  BoNTs  are 
synthesized  and  released  from  the  bacteria  with  hemagglu¬ 
tinins  or  other  “noncovalently  associated”  proteins  [9]. 
Although  these  proteins  are  not  implicated  in  toxicity,  they 
are  known  to  protect  the  toxins  from  the  acidic  environ¬ 
ment  of  the  stomach  and  from  possible  degradation  in 
the  intestinal  tract.  It  is  important  to  evaluate  any  assay 
against  the  complexed  forms  as  well  because  these  are  most 
likely  to  be  found  in  real  intoxication  situations.  It  is  diffi¬ 
cult  to  accurately  compare  both  forms  on  a  mass  unit  basis 
because  the  native  pure  form  will  be  more  toxic  per  unit  of 
protein  than  will  the  complex  form  [6,7].  The  relationship 
of  toxicity  to  protein  toxin  concentration  was  determined 
by  the  manufacturer  and  noted  in  the  certificate  of  analysis 
provided  with  each  serotype  as  described  in  Materials  and 
methods.  MUs  were  used  as  the  basis  for  our  comparison 
between  complexed  and  pure  neurotoxins.  Based  on  this, 
we  determined  that  our  antibodies  recognized  the  complex 
and  the  neuro toxin  approximately  equally  for  serotypes  A, 


B,  and  F  (Figs.  7C,  D,  and  A,  respectively).  These  data 
agree  with  previous  findings  by  Poli  and  coworkers  [6] 
and  Szilagyi  and  coworkers  [7].  We  also  observed  that  this 
recognition  was  different  for  serotype  E  (Fig.  7B).  The  pro¬ 
duction  of  mature  serotype  E  protein  involves  a  trypsin 
activation  step.  We  suspect  that  the  trypsin  activation  step 
used  in  the  process  of  this  particular  serotype  may  have 
altered  the  recognition  epitopes  that  are  necessary  for  bind¬ 
ing  by  the  antibodies  used  in  this  assay. 

Cross-reactivity  between  serotypes 

The  reagent  pairs  for  the  various  serotypes  were  tested 
for  cross-reactivity  (Fig.  8)  against  heterologous  toxin  sero¬ 
types  at  the  range  of  the  standard  curve  used  for  the  assay. 
There  was  no  significant  cross-reactivity  for  any  of  the 
serotypes  tested. 

Discussion 

Bead-based  electrochemiluminescence  detection  assays 
have  been  developed  for  BoNTs  A,  B,  E,  and  F  in  undilut¬ 
ed  human  serum,  undiluted  human  urine,  assay  buffer,  and 
selected  food  matrices.  The  assays  performed  well  in  all 
matrices.  Variation  among  four  replicate  well  data  points 
was  less  than  5%  for  all  assays.  Linearities,  as  measured 
by  the  correlation  coefficients  (r2)  of  the  regressed  lines, 
ranged  from  0.9944  to  0.9997  for  all  assays.  Detection  lim¬ 
its  for  all  serotypes,  as  defined  by  an  S/B  ratio  of  2.0,  were 
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A  Comparison  of  Native  BoNT  F  vs.  Complex 


B  Comparison  of  Native  BoNT  E  vs.  Complex 


C  Comparison  of  BoNT  A  Native  vs  Complex 


D  Comparison  of  Native  BoNT  B  vs  Complex 


Fig.  7.  Recognition  of  toxins  with  associated  nontoxic  proteins.  (A-D)  The  detection  of  native  toxin  versus  toxin  complexed  with  associated  nontoxic 
protein.  Although  there  is  no  significant  difference  in  the  detection  of  serotypes  A,  B,  and  F  (C,  D,  and  A,  respectively),  there  is  a  difference  in  the 
recognition  by  antibody  to  serotype  E  (B). 


A  Cross-reactivity  of  BoNT  A  vs.  B,E  and  F  Antibodies 


C  Cross-reactivity  of  BoNT  E  vs  A,  B,  and  F  Antibodies 


BoNT  E  concentration  (pg/ml) 


B  Cross-reactivity  of  BoNT  B  vs  A,  E  and  F  Antibodies 


D  Cross-reactivity  of  BoNT  F  vs  A,  B  and  E 

Antibodies 


Fig.  8.  Cross-reactivity  among  serotypes  A  (A),  B  (B),  E  (C),  and  F  (D).  The  reagent  pairs  to  the  various  serotypes  were  tested  for  cross-reactivity  against 
heterologous  toxin  serotypes  at  the  range  of  the  standard  curve  used  in  the  study.  There  was  no  significant  cross-reactivity  for  any  of  the  antibodies, 
indicating  the  serotype  specificity  of  the  antibodies. 


in  the  low  picogram/milliliter  range.  These  new  assays  offer 
a  promising  alternative  for  detecting  botulinum  toxins  in  a 
rapid,  sensitive,  and  reliable  manner.  Importantly,  these 
assays  offer  sensitivity  comparable  to  that  of  the  gold  stan¬ 
dard  mouse  bioassay  without  the  time  involved  and  the  use 
of  animals.  It  is  interesting  that  even  with  30-60%  homol¬ 
ogy  among  serotypes,  many  of  the  polyclonal  antibodies 
against  the  various  serotypes  exhibited  little  to  no  cross-re- 
activity.  This  opens  the  possibility  of  a  “multiplex”  type  of 
assay  in  which  a  variety  of  detection  antibodies  could  be 


used  in  one  single  platform  for  detecting  these  toxins  rap¬ 
idly  and  reliably.  This  is  important  in  the  management  of 
an  outbreak  of  the  illness  in  which  serotype  identification 
is  important  for  the  effective  administration  of  immuno¬ 
therapy.  The  use  of  “near  real  time”  rapid  diagnostics  that 
are  accurate,  sensitive,  and  reliable  is  critical  to  the  identi¬ 
fication  and  administration  of  the  correct  treatment. 

BoNT  A  has  become  widely  used  as  a  therapeutic  agent 
for  treating  a  variety  of  muscular  conditions  [10]  and  is  also 
popular  in  cosmetic  applications.  The  therapeutic  reagent 
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is  evaluated  using  the  mouse  bioassay  to  monitor  its  bio¬ 
logical  activity  and  determine  the  effective  dose.  The  use 
of  functional  assays  to  monitor  the  biological  activity  has 
been  proposed  [11,12].  Even  with  the  successful  implemen¬ 
tation  of  functional  assays,  it  is  important  to  determine  the 
actual  amount  of  toxin/protein  present  in  each  prepara¬ 
tion.  One  of  the  problems  in  many  recipients  of  the  thera¬ 
peutic  toxin  products  is  the  eventual  development  of 
immune-induced  resistance  that  reduces  the  therapeutic 
benefit  [13,14].  By  accurately  measuring  the  actual  toxin 
concentration  (by  immunoassays)  and  the  active  fraction 
(by  functional  assay),  one  can  maximize  effectiveness  while 
minimizing  side  effects.  Our  assay  is  capable  of  detecting 
concentrations  similar  to  the  mouse  bioassay  in  approxi¬ 
mately  2  h,  including  assay  preparation  time,  and  should 
be  ideally  suited  for  this  type  of  application. 

Sensitive  and  specific  detection  of  these  toxins  is  needed 
not  only  for  therapeutic  applications  but  also  for  investiga¬ 
tions  of  suspected  outbreaks  of  botulism-based  food  poi¬ 
soning.  Few  assays  described  in  the  literature  [15-18] 
approach  the  required  sensitivity  for  low-level  detection 
and  are  generally  not  commercially  available.  One  excep¬ 
tion  is  the  assay  developed  by  Doellgast  and  coworkers 
[19],  but  this  test  has  limited  application  because  it  is  very 
expensive  and  involves  extensive  manipulations  and  a  com¬ 
plex  amplification  system. 

The  most  prominent  disadvantage  of  immunoassays  is 
the  inability  to  differentiate  between  active  toxins  and  inac¬ 
tive  toxins.  This  problem  could  be  overcome  by  the  use  of  a 
platform  that  combines  activity/functional-based  assays 
with  immunodetection.  Advances  in  this  field  [10,11]  and 
our  unpublished  work  suggest  that  these  will  be  available 
in  the  near  future.  The  bead-based  electrochemilumines¬ 
cence  assays  are  rapid  because  they  avoid  the  plate  prepa¬ 
ration,  offline  washes,  and  extended  incubation  times 
required  with  similar  immunoassay  protocols.  Although 
matrix-induced  signal  quenching  occurred  for  normal 
human  serum,  it  did  not  reduce  the  limits  of  detection  in 
this  particular  matrix.  There  was  negligible  cross-reactivity 
of  antibodies  against  the  other  toxin  serotypes.  Together, 
these  data  suggest  that  sensitivities  afforded  by  these  new 
assays  could  be  used  to  support  pharmacokinetic  studies 
of  these  toxins  in  animal  models  using  unlabeled  toxin, 
thereby  avoiding  the  complications  associated  with  the 
use  and  disposal  of  radiolabeled  toxin  analogs. 

The  sensitivity  of  these  newly  described  assays,  like  that 
of  any  other  immuno-based  assay,  depends  on  the  use  of 
high-quality  reagents.  The  use  of  high-affinity  capture  anti¬ 
bodies  combined  with  affinity  purification,  signal  amplifica¬ 
tion,  and  low  background  qualifies  the  bead-based 
electrochemiluminescence  detection  as  one  of  the  most  sen¬ 
sitive  and  versatile  systems  available.  Recent  advances  in 
the  field  of  bioengineering  have  resulted  in  a  variety  of 
methods  for  engineering  antibodies  with  increased  antigen 
affinity  and  specificity  [20].  Elegant  work  by  Nowakowski 
and  coworkers  [21]  demonstrated  that  it  is  possible  to 
generate  recombinant  antibodies  of  high  affinity  that  are 


capable  of  toxin  neutralization  for  therapeutic  purposes. 
This  potentially  offers  an  unlimited  supply  of  high-affinity 
antibodies  that  could  be  customized  and  used  in  assay 
development. 

Rapid  reliable  diagnostic  tests  are  a  required  tool  in  the 
management  of  botulinum  intoxication.  The  BioVeris 
electrochemiluminescence  test  kits  provide  fast  and  accu¬ 
rate  results  (1-2  h)  compared  with  other  immunoassays. 
The  tested  ability  of  these  assays  to  recognize  both  com- 
plexed  and  pure  forms  of  the  serotype  A,  B,  E,  and  F  neu¬ 
rotoxins  provides  an  important  screening  tool  in  the 
management  of  C.  botulinum  intoxication. 
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